'Navius' kissing stents for coronary bifurcation stenosis, recreating a new metallic carina: an IVUS-assessed case report.
We report a case of implantation of a new design of stent which allows creation of a double-hemispheric lumen for the treatment of a bifurcational stenosis. The unfavourable outcome following the implantation of this stent is described.